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Abstract: In 2008, a triple gem detector prototype with an area of ~ 2000 cm 2 has been 
constructed, based on foils of 66 x 66 cm. Gems of such dimensions had not been made before, and 
innovations to the existing technology were introduced to build this detector. This paper discusses 
these innovations and presents further work on large area GEM development. 

A single-mask technique overcomes the cumbersome practice of alignment of two masks, 
which limits the achievable lateral size. The holes obtained with this technique are conical, and 
have a so-called rim, a small insulating clearance around the hole in the substrate. Further refine- 
ments of this technique allow greater control over the shape of holes and the size of rims. Also, an 
improvement in homogeneity over large areas is expected. 

Simulation studies have been done to examine the effect of hole shape on the behavior of 
GEMs. Such studies can help understanding how to use new enhancements of the technique to 
optimize performance. 

Many potential applications for large area GEMs foresee large production volumes. Production 
issues have been studied, and single-mask GEMs turn out to be much more suitable for large scale 
production than standard GEMs. 
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1. Introduction 

The Gas Electron Multiplier (GEM) is a gaseous charge amplification structure, invented in 1998 [|l|]. 
It has found many applications in high-energy physics and other fields of research. Most commonly 
used in a triple GEM cascade, it is among the most rate capable gas detectors currently available. Its 
spatial resolution of optimally ~ 50/im and time resolution of a few nanoseconds makes it suitable 
for both tracking and triggering applications. Two of the current LHC experiments (TOTEM [|[] 
and LHCb [|[]) use triple GEM detectors, both in the forward regions where high rate capability is 
imperative. With the plans for a high luminosity upgrade to sLHC, experiments need to prepare for 
a tenfold increase in rate. 

Many of the wire-based gas detectors currently used in the experiments will be unable to cope 
with these high rates. The slowly drifting ions cause space charge effects, which limit the rate capa- 
bility to 10-100 kHz/cm 2 . In micropattern gas detectors (MPGDs) rate capability is typically limited 
by discharge probability rather than space charge effects. In the case of (cascaded) GEMs, the rate 
capability can be increased by about two orders of magnitude with respect to wire-chambers. How- 
ever, GEMs with dimensions exceeding ~ 0.5 m were not available thus far. 

An effort has been started to make GEM technology available for such large size detectors 
In 2008, a prototype large area triple GEM chamber was made, aimed at an application in the 
TOTEM experiment, as an upgrade of its Tl tracker currently a cathode- strip wire-chamber. The 
active area is ~ 2000 cm 2 and the GEM foils used were 66 cm x 66 cm. To produce foils of such 
dimensions, limitations in the standard fabrication procedure had to be overcome. The standard 
technique for creating the hole pattern, involving accurate alignment of two masks, was replaced 
by a single-mask technique, see section [2|, which presents recent developments of this technique. 
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Figure 1. Schematic comparison of procedures for fabrication of a double-mask GEM (left) and a single- 
mask GEM (right). 
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2. Single-mask technique 

Production of GEM foils is based on the photolithographic processes commonly employed by the 
printed circuit industry. The left hand side of figure [l] shows schematically the steps involved in 
standard GEM fabrication. The GEM hole pattern is transferred by UV-exposure from flexible trans- 
parent films to a copper-clad polyimide foil laminated with a photoresistive material. After devel- 
opment, the foil can be etched in an acid liquid, which removes copper from the holes, but not from 
where the photoresist still masks the copper. The next step is the etching of the polyimide substrate, 
for which the holes in the copper layers act as a mask. 

To obtain a homogeneous hole geometry across the foil, it is imperative to keep the alignment 
error between top and bottom films within 5-10 fim. As both the films and the base material are 
flexible this alignment is far from trivial, and when foil dimensions exceed about half a meter this 
method is hardly feasible anymore. A way to overcome this hurdle is shown on the right hand side 
of figure [|. By using only one mask to pattern only the top copper layer, no alignment needs to 
be done. The bottom copper layer is etched after the polyimide, using the holes in the polyimide 
as a mask. The quality and homogeneity of the holes depends now critically on the control of 
the polyimide etching (which also defines the pattern of the bottom copper layer), where mask 
alignment used to be the limiting factor. 

2.1 Polyimide etching 

In the development of the single-mask technique, progress has been made in understanding the 
crucial parameters and conditions of the polyimide etching process. Polyimide etching of GEMs was 
traditionally done in a basic aqueous solution containing ethylene diamine and potassium hydroxide 
(KOH). The potassium hydroxide has an isotropic etching characteristic, which means that material 
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Figure 2. Left: cross-section view of isotropically etched polyimide holes (double-mask technique). The 
etching extends under the copper electrodes in an expanding circular profile, as shown in the reconstruction 
drawing on the right. Gem foil made by Tech-Etch (Plymouth, USA). 

in contact with the etching liquid is removed at the same rate in all directions. On the other hand, 
ethylene diamine etches strongly anisotropically, resulting in wide conical holes. 

Pure isotropic etching results in holes that are always at least twice as wide as they are deep, 
and polyimide is removed until far under the electrode, as can be seen in figure § The etching under 
the copper layer is generally unsatisfactory; the low aspect ratio (defined as the ratio depth /width 
of a hole) prohibits the use of isotropic etching for a single-mask technique. When etching with a 
solution of ethylene diamine only, although no material is removed under the copper, the conical 
edges are not steep enough to arrive at a high aspect ratio. 

In a solution based on both KOH and ethylene diamine, the steepness of the holes can be 
modified within a certain range by controlling the composition of the liquid. The temperature must 
also be well controlled: raising the temperature increases the etching rate of KOH more than that 
of ethylene diamine. Furthermore, at temperatures exceeding ~55°C local delaminations between 
copper and polyimide have been observed, that give rise to irregular etching patterns. When these 
parameters are optimized one can make holes of ~ 90/1 m on top, and ~ 45/im on the bottom. Such 
a profile is used for the large area prototype, see the cross-section in figure |3[ This result does not 
depend critically on one parameter, and can therefore easily and accurately be reproduced. 

More recently, the technique was developed further. It was found that addition of ethanol to 
the etching liquid could lead to steeper holes. Furthermore, the steepness and the level of control 
over the process can be increased by etching in two phases. The liquids have different compositions 
of the same four constituents (ethylene diamine, potassium hydroxide, water, ethanol). 

2.2 Copper etching 

As shown in figure [T], the etching of the top electrode using the single-mask technique is done in 
the same way as with the double-mask technique. The bottom electrode however, is etched both 
through the polyimide (which defines the pattern) and from the unprotected outer face of the copper. 
This is done by immersion of the foil in the acidic etchant. If the electrodes are not protected, both 
electrodes will be etched at the same time, and at the same rate. Hence the electrodes will be 
slimmed to half their original thickness or less. Also, as the copper etching process is isotropic, a 
clearance arises around the edge of the hole in the polyimide. This is indicated in figure ||. 
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Figure 3. Galvanic protection by a very thin gold layer over the top electrode. Due to failing hermeticity of 
the layer, some copper is etched underneath it. 

This clearance, usually referred 
to as the rim, is known to degrade time 
stability of the gain due to dielectric 
surface charging. To minimize the width 
of the rim, the thickness of the elec- 
trodes can already be minimized be- 
fore etching the holes. Slimming down 
GEM electrodes was shown in [§] to 
leave the detector properties untouched, 
only reducing the material budget sig- 
nificantly. In [^] a so-called microetch 
liquid based on ammonium persulfate was used. This type of liquid etches more efficiently at grain 
boundaries, giving the copper surface a matte look. Using this surface etchant at large areas, we 
found that the resulting copper thickness varies by a few microns across the foil. With the single- 
mask technique, this causes some variation in hole diameter on the bottom electrodes, which gives 
rise to gain inhomogeneities. In addition, the increased surface roughness degrades the definition 
of the holes in the bottom. Such rough copper edges around the hole cause discharges in GEM 
operation. 

By using chromic acid instead of a microetch as a surface etchant, both issues of inhomogene- 
ity and surface roughness are overcome, leaving a shiny surface. Figure || compares two bottom 
electrodes etched with one liquid and the other. In the sample shown on the right, the etching pro- 
cess was stopped so soon after the holes in the bottom were opened, that the edge of the metal 
is still very sharp. This is a natural consequence of the isotropic etching through the hole in the 
polyimide, and can typically be solved by moderate over-etching. 

In order to avoid creating the rim in the top electrode completely, one has to protect the metal 
when etching the bottom electrode. This can roughly be done in two ways: galvanic protection and 
electrochemical protection. With galvanic protection, the top electrode is hermetically covered by 
a layer that is not attacked by the etchant. A few tests have been done using gold as protection 
layer. It is suggested that a tin layer may work as well, with the added benefit of lower cost and 
the possibility to remove the layer afterwards. However, it turns out to be quite difficult to obtain 
a good hermeticity, and also the slightest delamination between copper and polyimide leads to a 




Figure 4. Cross section views of copper layers on gems, at the 
bottom edge of the hole. Both samples were etched on the sur- 
face, to reduce the thickness of copper. The left sample is etched 
with a microetch, the right sample with chromic acid. 
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leak through which the etchant can attack the copper, see figure [| Due to the dents in the edge of 
the electrode around the hole, indicated in the figure, these foils tend to spark already at fairly low 
voltage. It is therefore difficult to reach sufficient gain for practical applications. 
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Figure 5. Galvanic protection by a very thin gold layer over the top electrode. Due to failing hermeticity of 
the layer, some copper is etched underneath it. 



Electrochemical protection proves to be more successful in avoiding a rim in the top electrode, 
see figure ^. It works by giving the top electrode a few volts negative potential with respect to the 
bottom electrode and the walls of the etching bath. The top electrode then becomes inert to the 
reactions that attack the bottom electrode. This is essentially different from electrolytic etching 1 , 
where a direct current is running from the metal to be etched (i.e. the bottom electrode) to an 
external electrode. With electrochemical protection a direct current runs from the external electrode 
(i.e. the walls of the bath) to the top electrode. 




Figure 6. Chemical protection of the top electrode. After etching the bottom electrode, a final short poly- 
imide etching gets rid of the bottom rim, and makes the hole almost cylindrical. 

The GEMs made this way have a gain almost consistent with standard GEMs, and are more 
stable than those shown in figure [| However, they seem to be more easily damaged by discharges 
than other GEMs; a single discharge can make a conductive contact (< 1MQ.) between top and 
bottom electrodes. Adding a rim of about 1/im can solve this issue. 

Electrolytic etching has been suggested as a way to etch the holes in the bottom electrode. Results were consistently 
poor however, and this method was abandoned. 
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3. Simulations 




All units are (im 

Figure 7. Simulated drift lines of electrons in GEM holes to study how electron transparency depends on hole 
shape. Diameters of entrance and exit of each hole are indicated in the frames. Conditions: Ar/C02 70/30%, 
T= 300K, p= latm, = Eduction = 3kV/cm, AV G em = 400V. Diffusion is not taken into account, neither 
is secondary ionization, and the primary electrons originate from 100 equidistant points in the drift region. 

The single-mask technique introduces conical holes, and the various new methods available 
to make them allows control over their shape. But it is not yet obvious what would be the optimal 
shape of a hole, or the optimal orientation (larger diameter towards anode or cathode). Also, what 
is regarded as optimal depends on what properties one wants to optimize. 
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Figure 8. Simulation of drifting electrons in a 
conical GEM hole. Diffusion is taken into ac- 
count, otherwise all conditions are identical 
to those in figure 0. 



To gain some understanding of how the shape and 
orientation of GEM holes influence its properties, nu- 
merical simulations were done on conical GEM holes 
with various diameters on top and bottom. Figure ^ 
shows drift trajectories of primary electrons in coni- 
cal holes, assuming no diffusion or secondary ioniza- 
tion. These drift trajectories are a good approximation 
of the field lines in and around the hole. They show 
how the focusing properties of the field depend on hole 
geometry. The field maps were generated with the An- 
sys finite element method package 2 , and the trajecto- 
ries were calculated by Garfield 3 . 

For a more realistic view of drifting electrons dif- 
fusion must be taken into account, and Garfield fea- 
tures a very accurate algorithm to simulate diffusion 4 . 
Each of the geometries shown in figure ^ is simulated 
with this algorithm, by liberating 1000 electrons 100/im 
above the hole (randomly distributed over the horizontal plane). Field, gas and environmental con- 
ditions are identical to those in figure 0. 

60 T It is interesting to see where pri- 

mary electrons end their trajectory, and 
how this depends on the hole shape, 
see figure ^. The curves most strongly 
dependent on geometry are the num- 
ber of electrons ending up at the top 
electrode and those ending up at the 
polyimide. This would lead to the con- 
clusion that holes wider on top (towards 
the cathode) are generally good for en- 
ergy resolution (no primaries lost on 
top electrode), but worse for time sta- 
bility (stronger dielectric surface charg- 
ing). This is consistent with our obser- 
vations with the large prototype, which 
has holes similar to the left end of the 
horizontal scale in figure ^. The over- 
all transparency (percentage of elec- 
trons reaching the readout electrode) 
seems almost independent of the hole 
shape. Note that as no avalanche is 
simulated here, no conclusions can be 
drawn concerning gain, or maximum gain. Maximum gain generally depends mainly on high volt- 
age stability, and does not lend itself to simulation. 
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Figure 9. Endpoints of electron drift trajectories simulated by 
the Garfield microscopic tracking algorithm, in the hole geome- 
tries shown in figure ^. The hole geometry is indicated on the 
horizontal axis as: 0top — ^bottom » m microns. 



^http : / /www . ansys . com/ 
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4 This algorithm is called microscopic drift simulation. 
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4. Production 



The large area prototype generated a lot of interest in large area gems. Applications range from 
forward tracking and triggering in sLHC experiments, to barrel tracking with cylindrical GEMs [0], 
digital hadronic calorimetry for ILC experiments cosmic muon tomography for detection of 
high Z materials time projection chamber readout [|l0|], and various tracking detectors for nu- 
clear physics experiments. 

In the fabrication of ever larger 
area gems, handling is a growing con- 
cern. Moving large and fragile foils 
from one bath to another is not trivial, 
and the baths themselves also have 
finite dimensions. A foldable portfo- 
lio was designed for this purpose, see 
figure |l0[ It is made of stainless steel, 
with no plastic components or lubri- 
cants, so that it can be immersed in 
the etching liquids together with the 
foil it holds. This opens the way for 
fabrication of foils of up to 0.5 x 2 m 2 Figure 10# stainless steel portfolio for handling gems of up to 
in the DEM workshop at CERN. q.5 x 2 m 2 during fabrication. Left in the opened state, as it will 

For many of the applications men- be when a foil is mounted or dismounted. Right in the folded 
tioned above, the production volumes state, as it will be when it is moved or immersed in chemistry, 
foreseen are much larger than for the 

standard GEM detectors made thus far. Therefore, some industrialization of production is foreseen. 
Contrary to standard GEMs, single-mask GEMs are particularly well suited for mass production. All 
steps in the fabrication process can in principle be done with roll-to-roll equipment, due to the ab- 
sence of involving manual interventions (i.e. the fine alignment of films for each foil separately). 
This means that some or all of the steps can be subcontracted to external companies, and the GEMs 
can be transported on their rolls (100 meters long). The maximum production rate using roll-to-roll 
equipment is several thousand m 2 per month, much greater than required for detector development. 
The price per unit area is expected to drop by almost two orders of magnitude compared to standard 

GEMS. 

5. Conclusions 

Single-mask gems have proven to be a good alternative to standard gems. Recent development of 
the technique gives better control over the shape of holes and the size (or absence) of a rim. To 
get a handle on understanding the effect of hole shape on GEM performance, simulation studies are 
performed. 

The technique offers attractive advantages for large area and large scale production. Many 
applications are foreseen for single-mask GEMs, for scientific as well as commercial applications. 
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